Autofluorescence of epithelial tissue: single-photon versus two-photon excitation

Wei Zheng
Yicong Wu *
Dong Li
Jianan Y. Qu
Hong Kong University of Science and Technology
Department of Electronic and Computer Engineering
Hong Kong

Abstract. We instrumented a combined fluorescence spectroscopy and imaging system to characterize the single- and two-photon excited autofluorescence in epithelial tissue. Single-photon fluorescence (SPF) are compared with two-photon fluorescence (TPF) measured at the same location in epithelial tissue. It was found that the SPF and TPF signals excited at corresponding wavelengths are similar in non-keratinized epithelium, but the SPF and TPF spectra in the keratinized epithelium and the stromal layer are significant different. Specifically, the comparison of SPF signals with TPF signals in keratinized epithelial and stromal layers shows that TPF spectral peaks always have about 15-nm redshift with respect to SPF signals, and the TPF spectra are broader than SPF spectra. The results were generally consistent with the SPF and TPF measurements of pure nicotinamide adenine dinucleotide, flavin adenine dinucleotide, keratin and collagen, the major fluorophores in epithelium and stroma, respectively. The double peak structure of TPF spectra measured from keratinized layer suggests that there may be an unknown fluorophore responsible for the spectral peak in the long wavelength region. Furthermore, the TPF signals excited in a wide range of wavelengths provide accurate information on epithelial structure, which is an important advantage of TPF over SPF spectroscopy in the application for the diagnosis of tissue pathology. © 2008 Society of Photo-Optical Instrumentation Engineers. [DOI: 10.1117/1.2975866]

Keywords: autofluorescence; confocal microscopy; two-photon spectroscopy; epithelial tissue.

Paper 08037R received Jan. 27, 2008; revised manuscript received Apr. 17, 2008; accepted for publication Apr. 17, 2008; published online Sep. 10, 2008.

1 Introduction

Most human cancers arise from the epithelium, a cell-rich superficial tissue, because of frequent exposure to various forms of physical and chemical damages. The development of precancer in epithelium is associated with a variety of physiological and morphologic alterations about the epithelial cells, for example, the increased metabolic activity, the increased cell density and nuclear size, and the loss of cellular maturation. 1,2 The presence of epithelial precancer is also accompanied with architectural changes in the underlying stroma, including neovascularization and slow destruction of the collagen cross-link by protease. 3,4 Therefore, sensing of these physiological and morphologic changes can provide diagnostic information for the detection of precancerous lesions.

Autofluorescence spectroscopy has been a widely explored technique for in vivo and noninvasive diagnosis of epithelial precancers over the past two decades. 5,6 It has been reported that the increased tissue metabolic activity associated with the progression of epithelial precancer leads to an increase of nicotinamide adenine dinucleotide (NADH) fluorescence and decrease in ratio of flavin adenine dinucleotide (FAD) over NADH fluorescence that is related to the redox ratio. 7,8 On the other hand, the changes of tissue morphology associated with the process of carcinogenesis, such as thickening of the epithelium and destruction of collagen fibers in the connective tissue, result in the decrease of collagen fluorescence. 7,10 These changes of intrinsic fluorescence properties can be used to differentiate epithelial precancers from normal tissues.

Epithelial tissue has a complicated structure. The fluorescence signal measured with a conventional spectroscopic method is a mixture of signals from different tissue layers. It was demonstrated that keratin fluorescence from topmost keratinized epithelial layer and collagen fluorescence from stroma create serious interferences in extracting the epithelial fluorescence that is weak, but important for the characterization of tissue pathology. 11,12 Furthermore, the fluorescence of keratin and collagen have similar spectral characteristics. It is challenging to distinguish the collagen signal, one of intrinsic biomarker for precancer detection, from the keratin fluorescence. 11,13 Therefore, single-photon fluorescence (SPF) confocal and two-photon fluorescence (TPF) techniques that...
provide optical sectioning and depth-resolved spectroscopy are desirable to separate the autofluorescence from different layers and extract more accurate diagnostic information for the assessment of tissue pathology.

Our previous studies showed that depth-resolved autofluorescence measured by using SPF confocal technique provided detailed information on the layered structures and biochemistry of the examined epithelial tissues.11,13 Furthermore, we found that the depth-resolved SPF spectroscopy could sense the increase of metabolic activity in the epithelial layer of early cervical cancer lesions.14 In the studies of two-photon excitation have been compared with two-photon techniques in optical sectioning capability, lateral and axial resolution limits, penetration depth, photodamage, and such.17–20

![Fig. 1 Combined spectroscopy and imaging system. M1, M2, M3: movable mirrors; F1: long pass filter, F2: short pass filter; DM: dichroic mirror; BS: beam splitter.](image)

The confocal fluorescence techniques based on single-photon excitation have been compared with two-photon techniques in optical sectioning capability, lateral and axial resolution limits, penetration depth, photodamage, and such.17–20 Also, it was shown that SPF and TPF spectra of pure NADH and FAD, the major fluorophores in epithelial tissue, were almost identical.21 However, the spectral characteristics of single- and two-photon excited autofluorescence have not been systematically investigated. It is still not clear whether the SPF and TPF signals measured from the same location of tissue are equivalent. In this study, we investigate the spectral characteristics of single- and two-photon excited autofluorescence in epithelial tissue in a wide range of excitation wavelengths. The results could reveal whether the confocal and TPF spectroscopy produce equivalent information on the biochemistry and biomorphology of tissue. Furthermore, the results provide important basis to choose the optimal excitation wavelengths and emission wavelength bands for SPF and TPF imaging of epithelial tissue.

2 Methods and Materials

The schematic diagram of the combined fluorescence spectroscopy and imaging system is shown in Fig. 1. Briefly, a tunable femtosecond Ti:Sapphire laser (Mira900-S, Coherent, Santa Clara, California) and its SHG were used to excite two-photon signals (TPF/SHG) and SPF signals, respectively. The selection of excitation for two-photon or single-photon measurements was done by simply removing or restoring the removable mirror M1. Two excitation beams virtually combined by a dichroic mirror were focused into the tissue sample with a water immersion objective lens (40x, 1.15 numeric aperture, Olympus, Center Valley, Pennsylvania). The single-photon and two-photon signals were excited at the same location in the tissue sample, respectively. The excitation beams were scanned in a 100 x 100-μm sampling area by a pair of galvo-mirror scanners. A bifurcated fiber bundle with two single fibers (Fiber I and Fiber II) was used to conduct the backscattered SPF and TPF/SHG signals to a spectrograph for spectral analysis, respectively. A cooled charge-coupled Device (NTE/CCD-1340/400-EMB, Roper Scientific, Trenton, New Jersey) was used to record the fluorescence and SHG signals. The other fiber (Fiber III) conducted the SPF signal to a single-photon counting photomultiplier tube to form the confocal fluorescence image of sampled tissue area at certain depth. Fibers I and III with small cores were used as pinholes to collect confocal SPF signals, but Fiber II with a large core was used to effectively collect TPF/SHG signals. The mirror M2 reflected TPF/SHG signals to Fiber II for two-photon measurements and it was removed in the SPF measurements. The mirror M3 reflected the SPF signals to take confocal fluorescence images, and it was removed when measuring the confocal SPF spectral signal. A shortpass filter (ET700sp Chroma, Technology, Rockingham, Vermont) was used to reject the near-infrared excitation of wavelength over 700 nm in all the TPF measurements. In the SPF measurement, we always chose a longpass filter of cut-off wavelength about 30 nm longer than the excitation wavelength to reject the excitation laser. The axial and lateral resolutions were about 3.5 and 0.75 μm for SPF and 3 and 0.5 μm for TPF, respectively. The wavelength and intensity response of the spectrometry system were calibrated by using a mercury lamp (HG-1, Ocean Optics, Dunedin, Florida) and tungsten halogen light source (LS-1, Ocean Optics), respectively.

To avoid photobleaching, the excitation power was controlled in the ranges from 10 to 40 μW for SPF measurements and from 20 to 40 mW for TPF measurements, respectively. We measured the spectra at very low excitation power levels (a few microwatts for SPF and a few milliwatts for TPF, respectively) and found no obvious difference in spectral characteristics except poorer signal-to-noise ratio. When measuring the depth-resolved SPF or TPF spectra from a sample, the signal was averaged over the sampling area at the certain depth to shorten the exposure time and achieve high signal-to-noise ratio. The exposure time for each measurement of SPF or TPF/SHG spectral signal was 3 s. The exposure time to take a 100 x 100-μm fluorescence confocal image was about 30 s.

The tissue samples used in this study were esophageal tissues freshly excised from 12 experimental rabbits. All samples were rinsed briefly with phosphate buffered saline solution to remove the residual blood before the measurements. A coverslip was placed on top of the tissue sample to
generally keratinized. The epithelial tissue consists of three layers: keratinized epithelium, nonkeratinized epithelium, and stroma. To investigate the characteristics of single- and two-photon excited signals, it is important to accurately determine which layer the signals are measured from. In this study, we used three different methods to identify the structure of examined epithelial tissue. The depth-resolved confocal autofluorescence images obtained by the system shown in Fig. 2 were used to identify three tissue layers based on their difference in morphology. In addition, the confocal SPF excited at 355 nm and two-photon excited SHG were used to cross-check the results of confocal fluorescence imaging in separation of keratinized from nonkeratinized epithelial layer and the separation of epithelium from underlying stroma, respectively. Finally, the structure of the examined tissue sample was further confirmed by using hematoxylin and eosin and Masson stained histology.

### 3 Results and Discussions

Typical confocal autofluorescence images of an esophageal sample are shown in Figs. 2(a)–2(d). The image of topmost layer [Fig. 2(a)] shows flocculent structures without nuclei, indicating the keratinization of epithelium. Underlying the keratinized layer, the epithelial cells with dark nuclei surrounded by cytoplasm of strong fluorescence were observed. The images of nonkeratinized epithelium are shown in Figs. 2(b) and 2(c). As can be seen, the nuclear density increases with the increase of sampling depth until the stroma was reached. Finally, the stromal layer was identified with the fibrillar collagens below the basal cells as shown in Fig. 2(d). The tissue structure identified by using the results of confocal fluorescence imaging was completely consistent with the corresponding histology shown in Fig. 2(e), in which the topmost keratinized epithelial layer, the nonkeratinized layer formed with mature epithelial cells, and the stromal layer with blue-stained collagen fibers are clearly identified, respectively.

The SPF signals excited at the representative wavelengths—355, 375, 395, and 415 nm—and TPF/SHG signals excited at four corresponding near-infrared wavelengths are shown in Fig. 3. The structures of examined epithelial tissues were determined as the topmost keratinized epithelial layer, the nonkeratinized epithelial layer in the middle, and the underlying stromal layer based on the method described in Sec. 2. Each pair of SPF and TPF spectra at the corresponding single- and two-photon excitation wavelengths were the average over the measurements from the samples obtained from 12 experimental rabbits. As shown in Figs. 3(c) and 3(d), the SPF spectra of nonkeratinized epithelial tissue excited at 355 and 415 nm and the TPF spectra excited at the corresponding wavelengths at 710 and 830 nm are almost identical because the fluorescence excited at the wavelengths may be dominated by NADH and FAD signals, respectively. However, the SPF and TPF spectra excited at the wavelengths in between are different because the signals are the mixture of NADH and FAD fluorescence and the efficiencies of single-photon excitation for NADH and FAD fluorescence are different from those of two-photon excitation. It should be noted that the fluorescence spectral characteristics of three layers were not found to be depth-dependent except in the transition zone between two adjacent layers. The fluorescence in the transition zone of thickness less than 20 μm is a mixture of the signals from two adjacent layers. Therefore, in the calculation of averaged fluorescence spectra of three layers, the signals measured from the transition zones are not included.

Remarkable differences in the spectral characteristics between SPF and TPF spectra were observed in the topmost keratinized epithelium and the underlying stromal layers. As can be seen in Figs. 3(a) and 3(b), the TPF spectra of keratinized epithelium are significantly broader than SPF spectra excited at corresponding wavelengths. In addition to a redshift of TPF signals from SPF signals, a two-peak structure appears in the TPF spectra. For example, the TPF spectrum excited at 750 nm has two peaks located around 450 and 530 nm, respectively. In the stromal layer, an almost constant redshift of TPF signals compared with SPF signals excited at corresponding wavelengths were observed as shown in Figs. 3(e) and 3(f). The redshift and spectral broadening are about 15 and 10 nm, respectively. The strong SHG measured in stromal layer was contributed from collagen fibers.
To better understand the spectral characteristics of SPF and TPF signals, we measured the fluorescence of pure chemicals of NADH, FAD, keratin and collagen solutions, which are the major fluorophores in the epithelium and stromal layers, respectively.12,13 The results are shown in Fig. 4. As can be seen, the SPF and TPF spectra of NADH or FAD are identical, except the SPF and TPF spectra of NADH excited at 415 and 830 nm, respectively. It is known that the absorption and excitation efficiency of NADH drops rapidly with increase of excitation wavelength.21,22 The SPF and TPF signals of NADH excited at 415 and 830 nm are at least a factor of 10 weaker than those excited at shorter wavelengths and the spectral lineshapes are different, suggesting that they may have originated from an impurity in the NADH solution. Overall, the fluorescence emission spectra of NADH and FAD are independent of both the excitation wavelength and the excitation model of single- or two-photon, which are consistent with the results of previous studies.21,22 The results confirm that the SPF spectra of nonkeratinized epithelium excited at 355 and 415 nm are almost identical to the TPF spectra excited at 710 and 830 nm, respectively, because NADH and FAD are dominant fluorophores in nonkeratinized epithelium.

The fluorescence spectral characteristics of collagen and keratin exhibit significant difference from NADH and FAD. As shown in Figs. 4(c)–4(f), the fluorescence peaks of keratin and collagen redshift constantly with increasing of excitation wavelengths for both single- and two-photon excitation. The TPF spectra are all redshifted and the bandwidths are all broadened compared with the SPF spectra at the corresponding excitation wavelengths. For example, the peak location and full width at half maximum of the SPF spectrum of collagen excited at 395 nm are at 460 and about 110 nm, respectively. The peak location and bandwidth of TPF signal excited at 790 nm changes to 475 and 140 nm, respectively. Strong SHG signal was measured from collagen, but no SHG was observed from the keratin sample. The noisier TPF spectra of keratin and collagen compared with SPF spectra may be due to the lower TPF excitation efficiency.23,24

Although Xu and Webb25 reported no difference in the emission spectra between SPF and TPF spectra for the five fluorescent dyes they investigated, there were cases in which differences were observed.26,27 Bestvater et al.26 revealed that TPF spectra of more than 20 dyes exhibited a redshift compared with the SPF spectra. Our results showed that the SPF and TPF spectra of coenzyme fluorophores (NADH, FAD) are identical. However, the TPF spectra of keratin and collagen, the structure proteins with much higher molecular weight than NADH and FAD, exhibit significant redshift and spectral broadening in comparison with the SPF spectra. The mechanisms causing the differences are not clear and undergoing investigation.

Comparing the single- and two-photon signals of stromal layer shown in Figs. 3(e) and 3(f) with the signals of pure collagen shown in Figs. 4(e) and 4(f), respectively, the spectral characteristics of fluorescence (SPF and TPF) and SHG signals from the stromal layer can be well explained by col-
lagen signals. Though slight redshift of stromal spectra from the pure collagen spectra was observed, the shift of fluorescence peak may be from two possible sources. First, the solvent effect may cause the spectral shift because collagen signals were measured from water solutions instead of the chemical environment similar to connective tissue. Second, coexistence of other fluorophores in stroma may contribute to the shift. For example, although the collagen is believed to be the major fluorophore in the stroma, NADH and elastin were also observed in the fibroblast and connective tissue.8,16

The signals of keratinized epithelium were found to be different from those of pure keratin. Though the redshift of TPF from SPF spectra in the keratinized layer can be explained by the pure keratin signals, the TPF spectra of keratinized epithelium are broader than those of pure keratin and a two-peak structure appears in the TPF spectra of keratinized epithelium. One possible explanation for the difference is that the keratin profile in examined esophageal epithelial tissue may be different from that of pure keratin solution that was extracted from human skin. There are 21 different types of keratin/cytokeratin. The profile of keratin in epithelium varies from organ to organ.24,25 Furthermore, it is known that the topmost epithelial layer is formed from the division, differentiation, and slough of the basal cells. As the cells migrate to the surface, not only the keratin is produced, but also another small organelle such as lamellar granule is accumulated.16 In particular, various lipids are packaged in lamellar granules. It was reported that several types of the lipids, such as lipofuscin and phospholipid, emitted an intense yellow autofluorescence that peaked about 540 nm.30–32 Thus, it is possible that the fluorescence of lipids may contribute to the two-peak structure in the fluorescence spectra of the keratinized epithelial layer.16,32 It was noted that the two-peak structure is not obvious in SPF spectra. This may be due to the difference in fluorescence excitation efficiency for the fluorophore with a peak at the longer wavelength between single- and two-photon excitation models.

Because the SPF and TPF spectral characteristics vary from layer to layer in epithelial tissue, a simple ratio technique could be used to identify the tissue structure. Specifically, the tissue layers could be separated from each other based on the ratio of the SPF or TPF signal in a short wavelength band over the signal in a long wavelength band. The optimal short and long wavelengths to separate the keratinized epithelial layer from the nonkeratinized epithelial layer were determined by the locations of two extrema in the differential spectrum between the normalized mean spectra of three layers.33,34 We calculated the differential spectrum between keratinized epithelial layer (K) and nonkeratinized epithelial layer (E), I_{K,E}, and the differential spectrum between nonkeratinized epithelial layer and stromal layers (S), I_{E,S}, respectively. The optimal short and long wavelengths to separate the K layer from the E layer were determined by the locations of two extrema in the I_{K,E} spectrum in the short- and long-wavelength regions, respectively. Similarly, the optimal wavelengths to separate the E layer from the S layer were determined by the locations of two extrema in the I_{E,S} spectrum, respectively. As an example, representative I_{K,E} and I_{E,S} spectra for SPF and TPF excited at correspond-
ing wavelengths are shown in Fig. 5. The maxima and minima in the differential spectra can be clearly identified.

By setting the wavelength band to 20 nm, the ratio values of optimal short over long wavelength bands for all SPF and TPF spectral signals measured from different tissue layers were calculated. The separation between adjacent layers based on the difference in their ratio values were evaluated by using Student’s t test. Thus, two p values were obtained for the separation of the K layer from the E layer and the E layer from the S layer, respectively. The accuracy of global separation between three layers was then determined by the separation of two adjacent layers that produced greater p values. It was found that the optimal pairs of short- and long-wavelength bands to separate the K layer from the E layer and that to separate the E layer from the S layer were slightly different. In practice, a ratio technique should only use one pair of wavelength bands. We chose the pair of wavelength bands that produced the smallest p value for the separation of two adjacent layers. This means that this pair of wavelengths was not the optimal pair of wavelength bands to separate the other two adjacent layers. However, it was found that the p value for separation of other two adjacent layers with the nonoptimal wavelength bands was still smaller, suggesting that the accuracy in global separation among the three layers was not sacrificed.

The optimal pairs of wavelength bands at representative excitation wavelengths are listed in Table 1. Ratio values in each layer and p values in separation of adjacent layers are also listed in the same table. As shown in the table, the three-layer structure can be well identified using SPF when excitation is at a short wavelength. However, the E layer cannot be separated from the underlying S layer when excitation was tuned to be longer than 375 nm and the same tissue layer cannot be separated from topmost K layer when excitation wavelength is longer than 395 nm. However, the three-layer structure of epithelial tissue can be separated by the ratios calculated from TPF spectral signals with the excitation in the range from 710 to 810 nm. Though the separation of the E layer from the S layer is marginally good at 710-nm excitations because the p value is close to 0.01, the S layer can be accurately identified by SHG signals. This is a significant advantage of two-photon excitation.

Our previous studies revealed that with the excitation at 405 nm, the single-photon excited NADH and FAD fluo-

![Fig. 5](image-url) Representative SPF and TPF differential spectra between keratinized epithelial layer (K) and nonkeratinized epithelial layer (E), K_E, and between nonkeratinized epithelial layer and stromal layer (S), E_S. The excitation wavelengths for SPF and TPF are 355 and 710 nm, respectively.

Table 1 Optimal wavelength bands for determination of three-layer structure.

<table>
<thead>
<tr>
<th>λ_ex (nm)</th>
<th>λ_short/λ_long (nm)</th>
<th>Ratio Value</th>
<th>p Value</th>
</tr>
</thead>
<tbody>
<tr>
<td></td>
<td>K vs. E</td>
<td>E vs. S</td>
<td></td>
</tr>
<tr>
<td>SPF</td>
<td>355</td>
<td>405/470</td>
<td>1.57±0.12</td>
</tr>
<tr>
<td></td>
<td>375</td>
<td>410/480</td>
<td>1.32±0.18</td>
</tr>
<tr>
<td></td>
<td>395</td>
<td>430/480</td>
<td>0.90±0.14</td>
</tr>
<tr>
<td></td>
<td>405</td>
<td>450/540</td>
<td>1.00±0.08</td>
</tr>
<tr>
<td>TPF</td>
<td>710</td>
<td>435/540</td>
<td>1.37±0.23</td>
</tr>
<tr>
<td></td>
<td>750</td>
<td>430/540</td>
<td>1.06±0.21</td>
</tr>
<tr>
<td></td>
<td>790</td>
<td>435/540</td>
<td>0.53±0.09</td>
</tr>
<tr>
<td></td>
<td>810</td>
<td>450/540</td>
<td>0.56±0.10</td>
</tr>
</tbody>
</table>

λ_ex: excitation wavelength; λ_short, λ_long: central wavelengths of optimal short- and long-wavelength bands, respectively; K: keratinized epithelium; E: nonkeratinized epithelium; S: stromal layer; bandwidth is 20 nm.
rescence of epithelial cells reached a balanced level, and the ratio of fluorescence bands at 450 nm over 530 nm could produce a good estimation of epithelial metabolism. However, SPF excited at 405 nm cannot resolve the structure of epithelial tissue. By contrast, the TPF signal excited at 810 nm, which is equivalent to SPF excited at 405 nm, can resolve the three-layer structure of epithelial tissue and potentially sense the metabolic activity in the nonkeratinized epithelial layer at the same time. In addition, the SHG signal excited at 810 nm in the stromal layer can improve the accuracy to separate the epithelial layer from the stroma and reveal the collagen content, which is an important biomarker of precancer development. Therefore, our results demonstrate that a two-photon spectroscopic technique will ultimately produce more accurate information for the diagnosis of tissue pathology.

4 Conclusion
We conducted a systematic investigation of SPF and TPF/SHG signals in epithelial tissue. The results showed that SPF and TPF from nonkeratinized epithelial tissue may produce equivalent information because SPF and TPF signals of NADH and FAD, the major fluorophores in nonkeratinized epithelium, are identical. However, the spectral characteristics of SPF and TPF in keratinized epithelial layer and stromal layers are significantly different, which are consistent with the study of single- and two-photon excited signals from pure keratin and collagen. The stromal signals could be well understood as collagen is the dominant fluorophore in the layer, but it is more complicated to explain the SPF and TPF signals in keratinized epithelium because keratin may not be the only fluorophore in keratinized epithelium, and the keratin profile in the examined esophageal epithelium may be different from that of keratin solution used in this study. Finally, our study demonstrated that two-photon excited signals can clearly identify the three-layer structure of epithelial tissue. A two-photon spectroscopic technique can potentially sense three important parameters associated with early cancer development: the thickness of epithelial layer, metabolic activity in nonkeratinized epithelium, and destruction of the collagen network in the stroma by protease. It should be noted that the spectroscopic technique does not provide as much information on tissue morphology as the microscopic imaging approach. However, the spectroscopic technique takes much less time to acquire high quality spectral signals. This makes it practical in the application for clinical diagnosis in which rapid measurement is a critical requirement.

Acknowledgments
The authors gratefully acknowledge the support from (1) Hong Kong Research Grants Council through grant HKUST6408/05M and (2) HKUST Research Project Competition through the grant RPC06/07.EG06.

References
Zheng et al.: Autofluorescence of epithelial tissue: single-photon…


